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A New 1 CPS-1 MC Square Wave Generator 
with a 20-Millimicrosecond Rise Time 



SQUARE wave generators which have a 
fast rise time and a high repetition rate 
are vahiable in many fields. When used with 
a fast oscilloscupe for video amplifier test- 
ing, they permit rapid examination of an 
amplifier's frequency^ characteristic up to 
many megacycles. In computer, pulse code, 
telemetering and other applications, they 
offer considerable conven- 
ience as a variable trigger 
source or for switching pur- 



SEE ALSO: 
''Waveform EWectj 
an Voitmeters,''^ p. 2 



poses. In television w^ork they make excel- 
lent bar generators. In high-frequenc7 ap- 
plications they are useful for modulating 
purposes. They are also useful in testing 
devices such as attenuators, filters, and de- 
lay lines. Finally, of course, a square wave 
generator is an excellent device for testing 
audio systems. 

The new -hp- 211 A 1 cps - 1 megacycle 
square wave generator has been designed 




with special emphasis on its suitability for 
applications such as those listed above. The 
rise time of one of the two outputs from the 
generator is only 20 millimicroseconds, suffi- 
ciently fast to test the response of video de- 
vices out to approximately 20 megacyxles 
or to provide a high-speed triggering volt- 
age of variable rate. 

The fast 7 5 -ohm output provides 7 volts 
peak-to-peak across its 7 5 -ohm internal im- 
pedance or 3.5 volts peak -to- peak into a 
7 5 -ohm load. The output level is selected 
with a 60 db step attenuator in combination 
with an amplitude control^ an arrangement 
Tvhich is especially convenient when lower 
level outputs are required. 

The quality^ of the generated waveform 
is nearly ideal^ even at the highest repeti- 
tion rates, as can be seen in Fig. 2* At a repe- 
tition rate of 1 megacycle, the rise time is less 
than one twenty-fifth of the wave duration, 
while the wave top is free from overshoot or 
undershoot. At lo^w frequencies the top is 
free from droop. 

The second output from the generator 
provides 55 volts peak-to- peak from a source 
impedance of 600 ohms. The rise time of this 

{ConfJnt^edT on b«clt pa^^} 



Fig. L Setv -hp' Model 21 i A Square W'^av^ Generator 

operatei front i cps $o 1 megacycle, has only 20 miilimi- 

crosecoti4iii rise time from fast ouipui. A secottd output 

provides up to .5.5 rolts peak-io-peak. 




Fig. 2, Osiiiiuj^ram of juit outpui front ^hp- 21 1 A uhen 

opetsting at repetition rate of I megacycU into a 15 -ohm 

rests tite load. 
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Some Effects of Waveform 
on VTVM Readings 

(Continued from previous issue) 



THIRD HARMONIC WITH 
AVERAGE-READINO METERS 

A wave consist! Qg of a fundamen- 
tal and the third harmonic causes 
considerably greater variations in 
the reading of an average -reading 
tj'pe voltmeter than does a wave 
w^ith second harmonic content* This 
is shown in Fig. 5» Whereas the 
reading of the meter on a wave con- 
taining second harmonic is always 
lower than the rms value, the read- 
ing with a wave containing third 
harmonic can be either high or low 
for harmonic contents up to amounts 
as high as 750^. 

In the case of a wave having third 
harmonic, the maximum area imder 
the compiex envelope and thus the 
maximum meter reading occur when 
the harmonic contributes the area 
of an extra half-cycle (Fig- 6{a]) of 
the harmonic to the total waveform. 
This situation determines the values 
of the upper boundary of the shaded 
area in Wig^ 5. The minimum aver- 
age area occurs when the harmonic 
subtracts the area of one- ha If cycle 
of its waveform from the funda- 
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Fig. 5. CiitciiiiiteJ limiii of ithsnlat^ average taii/es of tiaie 

const si trig of fHndament^i uith tarious ^mo tints t^f third 

harmottk. Small circles shon expenmental rerificaiion of 

calculated data. 



mental. This determines the lower 
ho Lin da ry for the shaded area for 
harmonic content up to 331%. 

For more than 33t% third har- 
monic slope reversals occur as before 
and the extra added area causes the 
lower Hmit to begin to rise. 

The calculated data in Fig. 5 were 
verified experimentally in a manner 
similar to the verification for Fig. 3- 
The results are plotted in Fig, 5, 

Not only does the third harmonic 
cause greater variations in the meter 
reading than the second harmonic, 
but, it w^ill cause greater variations 
than any other harmonic. The ex- 
tremes of error with '*small amounts" 
of odd harmonics are given by the 
percentage of the harmonic divided 
by the order of the harmonic. *\Sma[l 
amounts*' of harmonic in this case 
can be defined as percentages less 
than 100 n w^here n is the order ^i 
the odd harmonic. 

It should be noted that, for typi- 
cal amounts of this worst harmonic, 
the third, the accuracy' of an iiverage- 
reading meter is still good. Third 
harmonics up to 
li¥{^ for example^, 
can cause errors of 
up to only 33(^* 

COMBtNiO HAR- 
MONICS WITH 
AVERAGE METERS 

When more than 
one harmonic is 
present in the ap- 
pl ied wave, the 
mathematics of 
each case becomes 
more co ni p 1 i ca ted 
and the number of 
cases is increased 
tremendously- As a 
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Fig* 6. In-pha^e (a) and offt-oj-phase (h) 

third harmonic. In phase relation gwes 

more ace unit e readings. 

result no analytic study of the situa- 
tion has been made. 

Some ex peri mental data have been 
compiled, however, for the case of 
combined second and third harmon' 
ics with various amounts of funda- 
mental. I'his case is of interest in 
distortion measurements made by 
the fundamental rejection method. 

The data are shown in the second, 
third, and fourth curves of ^i%. 7 for 
waves containing second and third 
harmonics in various ratios of funda* 
mental from infinite fundamental 
(i.e., zero harmonics) to zero funda- 
mental (i.e., infinite harmonics). 
The shaded areas represent the ex- 
tremes of readings (as per cent of 
true total rms) obtained as the phase 
of the fundamental varied with re- 
spect to the harmonics. For these 
curves the second and third "har- 
monics" were adjusted to be off 
frec[uency with a slow beat of ap- 



)Copr. 1949-1998 Hewlett-Packard Co. 



100 



30 



fiO 











" 




































2 HO OHLY 




, 












'■'-^ 
































' 














fUD Mr 






^^^ 





^--""^ ' 








r==1 


=s==' 


F=*^ 














































1 

















" 




1 












I 


1 UU" 


-<q 
















^ 




















90- 




















































^^^--^ 


go 













































r ' 














"^^ 


r""^ 












r 






J 


i^ 














'^ 




■w 












--^1 










L^^ 




^--- 


^ ^ 











^--1 


^— 












[ 






*^ 


^ 


















^S_ : 






h-^ 




^ 


"^ 












fe 50^ 










- ! - 








-- 






^ 


1— . 












^ 10- 








1 1 1 1 











^^, . 












■ 1 






E.-. .1.-.. 












^'^^ 










''""'**^^ 1 










2HB 


/ 








"\ 










SRB ; 




^^ 


U-- 


^ 


It^lT 






























































































— ] 


















W _ / 


H 




^ 












'^ '^ 












^- j > 


.--^ 

































1 










I 








t^ 


■ — 






^~ -^ 




f 








100 ■ 


'^ 


'■^ 
















..^^^^ 






\ 


V 






J RO OftLY 






90 






\ 














: ^ 


an . 








V. 


. 




_-- 









to n m 40 50 60 to 



ao 



90 100 100 30 m TO 10 



50 



40 30 20 10 



PERCENT - 






PEHCEf^T - 



HARMtiNtCS (RMS) 



100 
30 

SO 
100 

so 

80 

lOOuj 

a: 

I — 

60 ^ 



too 













































JFO om 






F"^^ 


"-"^ 






^" — 
















[ _J 








,,^- 


















1 

















30 



m 



m 



% 



80 



Fig* 7. Data showing effects of harmonics in various amonnis and combitia$ifins on average 
reading type roit meter. Carves for 2nd «nl>' and ^rd onty on both halves of figure are cakf/LiUd 
and experimerttally ionfirrned as expiaiuad in text, Sote change of scale in right half of figttre. 



proximatt'ly 1 cps. Then the funda- 
mental frequency was sid justed tu 
beat at 0-1 cps with respect to this 
comhi nation. The extremes of de- 
flect ion were then noted during the 
course of many complete cycles of 
the lowest beat frequenc>\ The data 



obtained are plotted as the limits of 
the shaded areas. '[*he shaded areas 
thus give the extreme errors for all 
relative phases of the fundamental 
and second and third harmonics. 

These curves show^ ihe tendency 
of an average -reading meter to read 



low on complex waves. When the 
input consists of many inharmoni- 
cally related sinusoids, the error ap- 
proaches that for gaussian noise, 
w^hich is about ll^t low as will be 

show^n later. 

(Coftelitded in next issue) 

-B- M, Oiirer 
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Fig, 3- B^j^f cirttui tirrangemeni of -hp- 211 A Square Wave Generator, 



OLitptu is less than til microsecond. 
The output level is controlled by 
an amplitude control separate from 
that of the first output. Both out- 
puts arc usable simyltaneously. 

The I cps - 1 mc range of the gen- 
erator is covered in six 10:1 bands. 
The 4 1'' diameter frequency dial is 
linearly calibrated from 1 to 10 cps. 
Six positions on the frequency range 
switch multiply these calibrations in 
decade steps. 

ClfECUIT ARRANGEMENT 

Fig. 3 shows the circuit arrange- 
ment of the generator. For synchron- 
ization purposes a Schmitt trigger 
circuit is located at the front end 
and is arranged to trigger at less 
than a 5- volt level from sine waves 
or positive pulses. The Schmitt cir- 
cuit provides a fast trigger of uni- 
form rise time and amplitude which 
aids in obtaining accurate time- 
sw^itching of the repetition fre- 
quency multivibrator^ If no syn- 
chronizing voltage is used, the 
repetition frequenc>^ multivibrator 
free runs, its frequency' controlled 
by the frequency control dial. 

The multivibrator uses two type 
6CLfi power pentodes with precision 
components in the time constant 
networks. Any remaining variation 
in the time constant values or tube 
chafacieristics is overcome by a sym- 
metry control which varies the rela- 
tive plate voltages on the multivi- 
brator rubes. A potentiometer in the 
time networks serines as the fre- 



quency control. A six-position range 
switch changes the values in the time 
networks in decade steps. 

Two outputs are taken from the 

repetition-rate multivibrator and 
applied to a push-pull clipper am- 
plifier consisting of two 6CL6's. In 
turn the clipper drives four 6CI/i's 
which operate in push-pull parallel 
as the output power stage. Local 
feedback is used in the output stage 
to stabilize against variations in out- 
put level as the frequenc>' range is 
switched or the f requenc}- dial tuned. 
This feedback, coupled with the fact 
that the instrument has a regulated 
power supply, is sufficient to keep 
the output amplitude essentially 
constant for a given setting of the 
output controls over the complete 
1 cps to I mc rated frequeno' range. 
This feature is of considerable con- 
venience in making tests where the 
driving frequency is changed. 

One side of the output amplifier 
is applied to the ^5-ohm output con- 
trol and 60 db attenuator. The other 
side is applied to the 600-0 hm out- 
put control as shown in Fig, 3- Both 
outputs are direct-coupled and pro- 
vide their waves as negative-going 
voltages from ground potential. 

The 75-ohm output is provided at 
a tj'pe BNC jack which can be used 
with a suitable mating connector 
and 75'Ohm {RG-59 U) flexible 
cable. The 600-ohm output is pro- 
vided at a pair of binding posts on 
standard i" c-c spacing. 



ETCHED CIRCUITS 

PhysicaUy, the generator is con- 
structed with much of its wiring in 
the form of etched circuits, a type 
of construction which gives special 
advantages in a generator of this 
type. Besides simplifying the layout 
and reducing physical size, it re- 
duces stray capacities and stabilizes 
those that do exist. This results in 
simplified maintenance procedures 
because, for example, the peaking 
coils in the circuit do not require 
adjustment and it has been found 
unnecessary to make them an ad* 
justable t)pe. 

Mechanicallvt the generator is 
providt*d with a collapsible bail 
w^hich permits the instrument to be 
tilted for eas>^ viewing of the front 
panel. The cabinet construction is 
such that the equipment chassis is 
held in the cabinet by guided glides, 
a feature that facilitates removal of 
the chassis for inspection or mainte- 
nance purposes. 

Finally, fan cooling is used to 
maintain the ambient temperature 
within the cabinet at a low value. 

—Don Brfiderick 



SPECIFICATIONS 

-hp- 

MODEL 211 A 

SOUARE WAVE GENERATOR 

FRfQL^ENCr fiANGt 1 cpi lo 1 mt. tonlJnu^ 
sus coverage. 

iOW f/WPEDAWCf OUTPl/r. 7 V pedli to. 
peak ocrD&5 15 ohm inrarnol imi^danc^. 
Rise fime teis. than 0,02 ^Sec. BNC con- 
nector. 

hlQH l^PWAf^Cl OUTPUT 1 55 v peak to- 
peak a<;ro)$ 600 ohm mterrkdE impedanre. 
flivt Time ie&s than 0.1 ^se<. DutiJ bononu 

jack^— 3/4" centers,, 

AMPlJTUDf C0^^TROi. Low tmpedonee Out- 
put— Potent lomeiftj' and 60 db anenuofc^or, 
v^orJoble in 20 db stepa.. High impedante 
OMfpui— PptentfOmeter. 

fREQUlHCY fZOHT^Oli Oial calibrated "1 t« 
10" ond d«cQd« multipHef j witch. Six 

bonds. 

SyMWfTBV COf>J7iOi: Allows e3(cci tquore- 
wove balance^ 

SVNC thlPUJ: Posi five -going pvk« or sine 
wave ^igncill, mbnimum ampf^tudfr 5 volis 
pe<]k. BNC conneetDr. 

POWiRi 115,230 ¥ ±10%, 50/60 cpi, \95 
wattj. 

SVZE- Ceibinei Mounr: 9^34" widff. ISV^" hlgb^ 

J34b ' de«p. 
Wf FGHT: C obi net Mounh Nef 25 lbs.; ihtp^ 

ping wetght 55 ibi_ 

?f^lCE: -)^p- Mod^l 211 A Square Wove Gen- 
eroior, cabinet mount, S265.00 f rob. Palo 
Alto, CpErfomia, 

Data subject to change without notica- 
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